AUTHENTICATED
U.S. GOVERNMENT
INFORMATION

GPO

Food and Drug Administration, HHS

(d) A voluntary telephone report may
be submitted to, or information regard-
ing voluntary reporting may be ob-
tained from, the MEDWATCH hotline
at 800-FDA-1088.

[60 FR 63597, Dec. 11, 1995, as amended at 65
FR 4119, Jan. 26, 2000]

§803.13 English
ment.

(a) All reports required in this part
which are submitted in writing or elec-
tronic equivalent shall be submitted to
FDA in English.

(b) AIll reports required in this part
which are submitted on an electronic
medium shall be submitted to FDA in a
manner consistent with §803.14.

reporting require-

§803.14 Electronic reporting.

(a) Any report required by this part
may be submitted electronically with
prior written consent from FDA. Such
consent is revocable. Electronic report
submissions include alternative report-
ing media (magnetic tape, disc, etc.)
and computer-to-computer commu-
nication.

(b) Any electronic report meeting
electronic reporting standards, guide-
lines, or other procedures developed by
the agency for MDR reporting will be
deemed to have prior approval for use.

§803.15 Requests for additional infor-
mation.

(a) FDA may determine that protec-
tion of the public health requires addi-
tional or clarifying information for
medical device reports submitted to
FDA under this part. In these in-
stances, and in cases when the addi-
tional information is beyond the scope
of FDA reporting forms or is not read-
ily accessible, the agency will notify
the reporting entity in writing of the
additional information that is re-
quired.

(b) Any request under this section
shall state the reason or purpose for
which the information is being re-
quested, specify the date that the in-
formation is to be submitted and clear-
ly relate the request to a reported
event. All verbal requests will be con-
firmed in writing by the agency.
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§803.18

§803.16 Disclaimers.

A report or other information sub-
mitted by a reporting entity under this
part, and any release by FDA of that
report or information, does not nec-
essarily reflect a conclusion by the
party submitting the report or by FDA
that the report or information con-
stitutes an admission that the device,
or the reporting entity or its employ-
ees, caused or contributed to the re-
portable event. The reporting entity
need not admit and may deny that the
report or information submitted under
this part constitutes an admission that
the device, the party submitting the
report, or employees thereof, caused or
contributed to a reportable event.

§803.17 Written MDR procedures.

User facilities, importers, and manu-
facturers shall develop, maintain, and
implement written MDR procedures for
the following:

(a) Internal systems that provide for:

(1) Timely and effective identifica-
tion, communication, and evaluation of
events that may be subject to medical
device reporting requirements;

(2) A standardized review process/pro-
cedure for determining when an event
meets the criteria for reporting under
this part; and

(3) Timely transmission of complete
medical device reports to FDA and/or
manufacturers;

(b) Documentation and
keeping requirements for:

(1) Information that was evaluated to
determine if an event was reportable;

(2) All medical device reports and in-
formation submitted to FDA and man-
ufacturers;

(3) Any information that was evalu-
ated for the purpose of preparing the
submission of semiannual reports or
certification; and

(4) Systems that ensure access to in-
formation that facilitates timely fol-
lowup and inspection by FDA.

[60 FR 63597, Dec. 11, 1995, as amended at 65
FR 4119, Jan. 26, 2000]

record-

§803.18 Files and distributor records.

(a) User facilities,
manufacturers shall
maintain MDR event files. All

importers, and
establish and
MDR



§803.19

event files shall be prominently identi-
fied as such and filed to facilitate time-
ly access.

(b)(1) For purposes of this part,
“MDR event files’ are written or elec-
tronic files maintained by user facili-
ties, importers, and manufacturers.
MDR event files may incorporate ref-
erences to other information, e.g., med-
ical records, patient files, engineering
reports, etc., in lieu of copying and
maintaining duplicates in this file.
MDR event files must contain:

(i) Information in the possession of
the reporting entity or references to
information related to the adverse
event, including all documentation of
the entity’s deliberations and decision-
making processes used to determine if
a device-related death, serious injury,
or malfunction was or was not report-
able under this part.

(ii) Copies of all MDR forms, as re-
quired by this part, and other informa-
tion related to the event that was sub-
mitted to FDA and other entities (e.g.,
an importer, distributor, or manufac-
turer).

(2) User facilities, importers, and
manufacturers shall permit any au-
thorized FDA employee during all rea-
sonable times to access, to copy, and to
verify the records required by this
part.

(c) User facilities shall retain an
MDR event file relating to an adverse
event for a period of 2 years from the
date of the event. Manufacturers and
importers shall retain an MDR event
file relating to an adverse event for a
period of 2 years from the date of the
event or a period of time equivalent to
the expected life of the device, which-
ever is greater. MDR event files must
be maintained for the time periods de-
scribed in this paragraph even if the
device is no longer distributed.

(d)(1) A device distributor shall es-
tablish and maintain device complaint
records containing any incident infor-
mation, including any written, elec-
tronic, or oral communication, either
received by or generated by the firm,
that alleges deficiencies related to the
identity (e.g., labeling), quality, dura-
bility, reliability, safety, effectiveness,
or performance of a device. Informa-
tion regarding the evaluation of the al-
legations, if any, shall also be main-
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tained in the incident record. Device
incident records shall be prominently
identified as such and shall be filed by
device, and may be maintained in writ-
ten or electronic form. Files main-
tained in electronic form must be
backed up.

(2) A device distributor shall retain
copies of the records required to be
maintained under this section for a pe-
riod of 2 years from the date of inclu-
sion of the record in the file or for a pe-
riod of time equivalent to the expected
life of the device, whichever is greater,
even if the distributor has ceased to
distribute the device that is the subject
of the record.

(3) A device distributor shall main-
tain the device complaint files estab-
lished under this section at the dis-
tributor’s principal business establish-
ment. A distributor that is also a man-
ufacturer may maintain the file at the
same location as the manufacturer
maintains its complaint file under
§§820.180 and 820.198 of this chapter. A
device distributor shall permit any au-
thorized FDA employee, during all rea-
sonable times, to have access to, and to
copy and verify, the records required
by this part.

(e) The manufacturer may maintain
MDR event files as part of its com-
plaint file, under §820.198 of this chap-
ter, provided that such records are
prominently identified as MDR report-
able events. A report submitted under
this subpart A shall not be considered
to comply with this part unless the
event has been evaluated in accordance
with the requirements of §§820.162 and
820.198 of this chapter. MDR files shall
contain an explanation of why any in-
formation required by this part was
not submitted or could not be obtained.
The results of the evaluation of each
event are to be documented and main-
tained in the manufacturer’s MDR
event file.

[60 FR 63597, Dec. 11, 1995, as amended at 65
FR 4119, Jan. 26, 2000]

§803.19 Exemptions, variances, and al-
ternative reporting requirements.

(a) The following persons are exempt

from the reporting requirements under
this part.
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